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dem ex metallis ; de a£l:ioae ejus in metalla ; de 
metallis ipfis 5 quag in adverfaria redegi. Otium nac- 
tus forte evulgabo: ut rnoniti parcant vano labori, dc 
fuiBtibus. Valete ! 



11. J Spirit Level to he fixed to a Quadrant 
for takings a Meridional Altitude at Sea^ when 
the Horizon is not Vifible. !By John Hadley, 
£/|3 r. fr. r^. S. 

TH E NeceffitY of feeing the Horizon, in order to 
find the Latitude of a Ship at Sea, has always 
been fo great an Inconvenience, that any Method for 
determining it without the Help of the Horizon, will 
be of confiderable Ufe, although it fliouid be liable 
to an Error of a few Minutes : And as it is generally 
agreed by Seamen, that they are much ofrner fenfible 
of this Inconvenience in calm Weather,than in rough ; 
it is hoped that the following manner of conftrufting 
and ufing a Spirit Level, may, in that Cafe, be capa- 
ble of fo much Exiftnefs^ at leal'l, as may render it 
acceptable to the Publick. Fide Fig. i- 

This Level is compofed of a Glafs Tube AB, 
bent into an Arch of a Circle, and containing fuch 
Number of Degrees as will be moft fuitable to the 
Degree of Exaftnefs with which theObfervationcan 
be made. The Bore of it muft not be wider than 
one Tenth of an Inch in Diameter, that the Liquor 
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in it may the better keep together^ and the two Ends 
of it fland Perpendicular to the Tube in all Poftures : 
Nor (hould it be much lefs, leaft the hanging of the 
Spirit to the Sides hinder it from fettling fo truly by 
its VFeight to the loweft Part of the Tube. This 
Tube is cemented into another Brafs one CDE F, 
of the fame Curvature, the outer Half of which is 
taken ofir, fo as to (hew the Glafs, leaving only a 
fmall Part in the Middle D F entire, in which a 
Una 1 1 Stop-cock G is placed. The Glafs Tube isdi* 
vided in two in the Middle to make room for this 
Stop-cock, the Key of which muft be pierced through 
with a Hole of only about one hundredth Part 
of an Inch, for the PaiTage of the Liquor. The 
outer Ends of the Glafs Tube muft have a Commu- 
nication with one another round about by Means 
of two fraall Pipes I and K, and the Tube H, 
the manner of which is fufficiently (hewn by the Fi- 
gure, 

Each half of the Glafs Tube A B muft have a 
Scale of Degrees anfwering the Curvature of the 
Tube, fubdividcd at Pleafure. They may be num* 
ber'd either as the upper or under Scale in the Fi* 
gure s and obferve that in the under Scale two De- 
grees are numbered as one ; the Reafon of which isy 
that the Motion of the Spirit in the Tube encreaiing 
the Number on one Hand, and at the fame time a^. 
much dimini(hing that on the other, their Difference 
is alter'd thereby, fo as to anfwer to double that 
Motion. The Divifion of the Scales are cut on the 
Edge of the Brafs half Tube, or Trough, which is 
made thick for the greater Strength. 
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In one of the fmall Pipes 1 orK, jun: againft the 
Return of it, which enters the End of the firft^men* 
tioned Glafs Tube at A or B, is a fmall Hole, by 
which to introduce into it fo much Spirit of Wine 
as may fill it from the Middle of the Scale on one 
Hand to the Middle of that on the other ; this Hole 
may be afterwards flopped by a Skrew-pin. 

I'he inner Ends of the two Halves of the Glafs 
Tube A B (hould be fixed into the entire Part of the 
Brafs Tube D F with a Cement made with old hard 
Bees-Wax, or fome other Materials not dilTolvable by 
Spirit of Wine, as fliould alfo the Ends of the 
fmall Pipes I and K into this and the Tube H : 
Tliofe Halves, as to the remaining Part of their 
Lengths, may be faftned down with any ftrong 
Cement. 

This Level may befeton to one of the Limbs of the 
Qjiadrant, fitted up for thisPurpofe, in the manner 
exprefsM in the Figure. It hath an Index moveable 
on the Center, and a Spring at the other End to keep 
it fleady, when it is directed to any of the Divifions 
on the Arch, which needs no other Divifion than 
into whole Degrees. The Index may be furniftied 
either with plain Sights, or may carry a ihort Tele- 
fcope, with a Vane in its Focus, to receive the Image 
of the Sun, when it is bright enough ^ but if the 
Sun be hazy, or the Moon, or a Star be obferved, a 
Hiding Shutter may be drawn out to tranfmit the 
Rays of Light to theEye-glafs. The Vane has alfo 
a Thread fix'd on it perpendicular to the Plane of the 
Quadrant. The whole Inftrument ( for the eafier 
managing it) may be fupported by a Staff, refting 
with one End on the Floor» 
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The manner of ufing it is thus: Holding the Qua- 
drant in a vertical Pofture, with that Limb to which 
the Level is fixed parallel to the Horizon, raife the 
Index to fome Divifion of the Arch, as near as you 
can to the true Height of the CbjeQ: ; which is fup- 
pofed to be near the Meridian, and confequently to 
alter its Altitude but ilowiy : Then turning the Key 
of the Stop-cock, fo as to let the Spirit of Wine pafs 
through the fmajl Hole in it, keep the Image of the 
Objed as clofe to the Thread on the Vane as you can, 
endeavouring that the unavoidable Vibrations of it 
above and below the Thread, may be equal, both in 
refped of their Length, and the Swiftnefs of their 
Motions, 6f^. Continue this*till the Spirit feems quite 
fettled to fome Part of the Scale, and fomething Ion. 
ger. This it will do flowly, but without any fen- 
fible Vibrations j for the Stop-cock allowing it no 
Paflage but through the fmail Hole in its Key, will 
give fuch a Check to itsMotions,as not only to ftop thofe 
Vibrations^but aifo to hinder its being thro wnback wards 
and forwards in theTube by any Shocks of the Inflru- 
inent ; and yet as far as I have obferved will not pre- 
vent its fettling (with fufficient Truth, though flow- 
ly) to the loweft Part of the Tube. About half a 
Minute of Time or more may be necelTary for thi?, 
according as tljie aforefaid fmali Hole is greater, or lefs 
in Proportion to the Bore of the Tube. When you 
Judge the Spirit quite fettled^turn the Stop-cock again : 
It is of no Importance that the Image of the Objed 
be exadly on the Thread at the Inftant that this is 
done. Obferve againfl: what Degree, and Part of a 
Degree, each End of the Spirit in the Tube (lands. If 
your Scale be numbered like the upper one in the 
Figure, and the Quantity of Spirit be exa£t, both 
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Ends will agree, and the Degree and Parts tmrked 
mull: be added to, or fubftraded from the Altitude 
fhewn by the Index, according to the Direftions. If 
the Ends do not exadtly agree, take the Mean be- 
tween them. If you ufe the under Scale, fubflraft 
the lefs Number from the greater, and add, or fab* 
(IraQ: the Excefs, the Number refulting wili ftiew 
the mean Elevation of the Index during the latter 
Part of the Obfervation, and will differ from the 
true Altitude of the Objed about half fo much as 
the Vibrations of its Image above and below the afore* 
mentioned Thread on the Vane fail of compenfating 
one another during that time. If either End of the 
Spirit leave the Scale, the Index mufl: be remov'd 
three or four Degrees, and the Obfervation repeated. 

Inftead of the Curve Tubes A and B, two ftrait 
ones might be ufed, fet together fo as to make a very 
obtufe Angle in the Middle; but then it willbeeon* 
venient to have the Quantity of Spirit more exactly 
fitted to the Scale, becaufe the allowing for the Dif- 
ference will be fomethingmore troublefome. 

If the Obferver have an Affiftant to attend to the 
Level, while he himfelf obferves the Objeft, the 
whole Apparatus of the Brafs Tube, and Stop^cock, 
maybe omitted, fubftituting in its room only a Plug 
with a fmali Hole in it, which may be wrapped 
round with a very thin Slice of Cork, and fo thruft 
down into the middle of thcGlafs Tube, The cut- 
ting the Giafs Tube in half in the Middle may likewife 
be avoided, if, inftead of the Stop-cock at G, there be 
one fixed in one or both of the Pipes I and K, to open 
and ftop the Paifage of the A ir, having a larger Hole in 
their Keys, there being alfo a Plug with a fmall Hole, 
thiuft down into the Middle of the Tube, as before. 
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The Bore of the fmaU pipes I and K, and the Tube 
H, muft not be fo narrow as to make it difficult to 
reduce the Spirit into its Place, if by any Accident 
either End of it fnould get into them. 

1 have been informed, that an Objed may be kept 
in View without much Difficuky^ even in pretty 
roughWeather^thro' a Telefcope magnifying about ten 
times. Now as fuch Telefcopes feldom comprehend 
an Area of much more than one Degree in Diameter^ 
or at moft i Deg. ao Min. it follows that the Axis 
of the Telefcope is always kept within 40 Min. at 
moft of the Object, and that is the greateft Vibration 
of the Image above and below the Thread on the Vane, 
If this be allowed, it feems reafonable to expett 
that the Medium of the Vibrations one Way (hould 
not exceed the Medium of thofe the other, more 
than by about one fifth or one fixth Part of the great- 
eft Vibration ; Le. about 7 or 8 Min. the half of 
which will be the Error of the Obfervation. In 
ftill Weather it will probably be much lefs, if the 
Inftrument be in the Hands of a Perfon moderately 
fkilful in obferving. 



IIL He Anatomy of a Female Beaver, and an 
Jccount o/Caftor found in her. By C. Mor- 
timer^ M. T>. % S. Secret. 

IN the ABaErudtt.Menfe Aug. 1684, P^g^ 3<^^? 
6^ feq. I find tlie Account of the DilTeftion of a 
Male and Female Bea^uerhy E. G. H. who miftakeS;, 
in opening the Male, the Receptacles of the Cajior 
for the Utei us^ and the two Glands below them for 



